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Abstract—The 3-D transverse oscillation method is investi-
gated by estimating 3-D velocities in an experimental flow-rig 
system. Measurements of the synthesized transverse oscillating 
fields are presented as well. The method employs a 2-D trans-
ducer; decouples the velocity estimation; and estimates the axi-
al, transverse, and elevation velocity components simultaneous-
ly. Data are acquired using a research ultrasound scanner. The 
velocity measurements are conducted with steady flow in six-
teen different directions. For a specific flow direction with [α, β] 
= [45, 15]°, the mean estimated velocity vector at the center of 
the vessel is (vx, vy, vz) = (33.8, 34.5, 15.2) ± (4.6, 5.0, 0.6) cm/s 
where the expected velocity is (34.2, 34.2, 13.0) cm/s. The ve-
locity magnitude is 50.6 ± 5.2 cm/s with a bias of 0.7 cm/s. 
The flow angles α and β are estimated as 45.6 ± 4.9° and 17.6 
± 1.0°. Subsequently, the precision and accuracy are calculated 
over the entire velocity profiles. On average for all direction, 
the relative mean bias of the velocity magnitude is −0.08%. 
For α and β, the mean bias is −0.2° and −1.5°. The relative 
standard deviations of the velocity magnitude ranges from 8 
to 16%. For the flow angles, the ranges of the mean angular 
deviations are 5° to 16° and 0.7° and 8°.
I. Introduction
Ultrasonic velocity estimation has come far since the first measurements were conducted [1], but the con-
ventional methods in commercial scanners estimate only 
the axial velocity component. However, this does not cap-
ture the blood flow in all its complexity [2]–[4]. Techniques 
that are able to estimate all three directional components, 
and thereby the correct velocity magnitudes directly, will 
change the diagnostic value and reduce the work load for 
physicians or sonographers. In addition, visualizations of 
complex flow patterns around stenoses, valves, etc. will 
provide new quantitative data on the hemodynamics and 
contribute to the diagnostic process. For example, it will 
become possible to estimate true volumetric flow rates 
without assumptions on vessel geometry.
over the past decades, several authors have presented 
results of measured true or pseudo three-dimensional (3-
d) velocities. The published results have been based on a 
range of techniques, including cross-beam methods [5]–[7], 
speckle tracking [8], feature tracking [9], transverse dop-
pler methods using the spectral broadening effect [10], 
decorrelation based techniques [11], [12], cross-correlation 
of beams [13], [14], and particle imaging velocimetry [15]. 
The proposed techniques have various limitations such as 
limited field of view, high computational demands, or the 
need for contrast agents. so far, none of these techniques 
have produced in vivo 3-d vector flow images and none 
of them have been adopted by commercial manufactures.
The authors have suggested the 3-d transverse oscil-
lation (To) method for estimating 3-d velocity vectors 
by means of two pairs of double-oscillating fields, spatial 
quadrature sampling, and the use of a 2-d transducer ar-
ray. The method is presented in the companion paper [16], 
where simulations demonstrate the ability of the 3-d To 
method to estimate 3-d velocity vector profiles.
This paper presents estimated 3-d vector velocities 
based on measurements conducted in a steady flow-rig 
system using the 3-d To method. The purpose is to ex-
perimentally verify the applicability of the method. This is 
achieved by measuring the transverse oscillating fields and 
by measuring 3-d velocities through a rubber vessel in a 
flow-rig system using an experimental research scanner 
and a 2-d transducer array. Measurements are conducted 
for sixteen different flow angles.
section II briefly refers to the 3-d transverse oscillation 
approach. The analysis of spherical data follows in section 
III. section IV describes the experimental setup, and the 
results are presented and discussed in sections V and VI. 
The conclusions are stated in section VII.
II. The Transverse oscillation Method
The 3-d To method is presented in the companion 
paper [16], which describes the concept, the beamforming, 
and the velocity estimation based on simulated data. This 
paper presents the use of that method for estimating 3-d 
velocities from experimentally acquired data.
The originally proposed To method for 2-d velocity 
estimation employed linear-array transducers, and experi-
mentally obtained in vivo results using the To method 
for 2-d vector velocity imaging have been presented [17]. 
The 2-d method has been implemented on a commercial 
scanner and Fda approved for clinical use, and clinical in 
vivo 2-d vector flow images obtained using the commer-
cial scanner have been demonstrated [18], [19]. The 3-d 
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To method expands that functionality for achieving 3-d 
velocity vector imaging.
III. analysis of spherical data
The spherical coordinates system used to define the 
different flow directions in 3-d space is described in the 
following. subsequently, the angle estimation and the sta-
tistics methods used to calculate the mean and standard 
deviation of angular data are described.
A. Spherical Coordinate System
The flow direction is defined by two angles, α and β. 
For a given vector, the angle α is defined as the angle in 
the XY-plane defined by the transducer as illustrated in 
Fig. 1. The angle β is between the XY-plane and the vec-
tor. Thus, −180° ≤ α < 180° and −90° ≤ β < 90°.
Thereby, α and β correspond to longitude and latitude 
in the geographical coordinate system [20]. compared 
with the polar coordinates (θ and ϕ), the following rela-
tions exist:
 θ β φ α= 90 , = . −  
B. Angle Estimation
The 3-d method estimates the velocity components vx, 






















where the velocity components have been normalized by 
the velocity magnitude ||v||. note that the arctan operator 
should be the four-quadrant inverse tangent operator to 
get the full angular range.
C. Circular and Spherical Descriptive Statistics
To calculate the mean and standard deviation of the 
velocity estimates on angular scales, appropriate methods 
must be applied that differ from standard linear statistics 
[20], [21].
For the estimation of the mean and standard devia-
tion (angular deviation) of α and β, circular statistics was 
employed on the two angles separately using the Matlab 
(MathWorks, Inc., natick, Ma) toolbox circstat: a Mat-
lab Toolbox for circular statistics [21]. note that the an-
gular deviations are calculated for α and β separately, and 
hence do not describe the interaction of the two.
To estimate and visualize the mean direction depend-
ing on both α and β, spherical statistics [20] were ap-
plied. an in-house modified version of the spak software 
(implemented in Matlab) by leong and carlile [22] was 
employed.
IV. Experimental setup
This section describes the equipment and methods 
used to obtain the experimental data. Two types of ex-
periments were conducted. First, measurements of the 
To fields using a scanning tank system were performed. 
The purpose of that measurement was to verify that the 
spatial in-phase and quadrature (Iq) sampling approach 
works as expected. next, velocity measurements in an in-
house-built flow-rig system were carried out to demon-
strate the feasibility of using the 3-d To method for 3-d 
velocity vector estimation.
The following describes the measurement equipment, 
the measurement setup, the data acquisition, and the data 
processing.
A. Measurement Equipment
The main requirement for experimentally measuring 
the To fields and 3-d vector velocities is a 2-d transducer 
array and a system that can sample and store the echo sig-
nals for every transducer element. both will be introduced 
subsequently, followed by a description of the scanning 
tank system used for measuring the To fields and the 
flow-rig system used for velocity measurements.
The ultrasound probe used was a 2-d transducer ar-
ray fabricated by Vermon s.a., Tours, France [23], [24] 
as shown in Fig. 1. The transducer has 32 × 32 active 
elements with a pitch in both dimensions of 0.3 mm. The 
center frequency of the transducer is 3.5 MHz and the 
two-way impulse response has a bandwidth of 67%.
The 1024 active elements on the transducer are con-
nected to the 1024 channels on the experimental scan-
ner sarUs [25]. The signals on all 1024 channels were 
Fig. 1. The 2-d ultrasound probe positioned relative to the rubber tube 
in the flow rig by a fixture. a desired beam-to-flow orientation can be 
obtained by adjusting the two angles α and β. When β = 0°, α can be 
obtained by rotating rα.
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sampled simultaneously and synchronously at a frequency 
of 70 MHz.
besides sampling the echo signals from transducers, 
sarUs can sample signals from a hydrophone. an HGl-
0400 capsule hydrophone (onda corp., sunnyvale, ca) 
was mounted in an aIMs III scanning tank (onda corp.), 
which controls the position of the hydrophone in all three 
spatial dimensions. The hydrophone is connected through 
a preamplifier to either an oscilloscope or to sarUs. sa-
rUs and the scanning tank system were controlled from 
the same Matlab program to ensure synchronized data 
acquisition.
an in-house-built flow-rig system was used for the 
experimental velocity measurements. It is a closed-loop 
circuit, and consists of a cole-Parmer (Vernon Hills, Il) 
centrifugal pump, an airtrap, a 1.2-m metal tube, followed 
by a rubber (heat-shrink material) tube penetrable to ul-
trasound inside a tank filled with demineralized water. 
The length of the metal tube is long enough to ensure 
fully developed laminar flow, which has a parabolic flow 
profile. The internal radius r of both the metal and rub-
ber tubes is 6 mm, and the wall thickness of the rubber 
tube is 0.5 mm. The centrifugal pump circulates a blood-
mimicking fluid [26] manufactured by danish Phantom 
design (Frederikssund, denmark). an industrial grade, 
calibrated magnetic MaG1100 flowmeter (danfoss, nor-
dborg, denmark) measures the volumetric flow rate, Q, 
with a systematic accuracy of 0.5%.
Prior to measuring, an ultrasound probe fixture can 
be lowered into the water tank at adjustable beam-to-
flow angles (see Fig. 1). as the probe holder allowed some 
undesired tilt around the x and y axis, the overall uncer-
tainty of the angles α and β was approximately 1 to 2°.
B. Measurement Setup and Data Acquisition
The parameters for transmit and receive and their cor-
responding values used for measurements of the transverse 
oscillating fields and the 3-d velocities are listed in Table 
I. The apodization parameters were chosen based on the 
parameter study in the companion paper [16].
For validation of the 3-d To spatial quadrature ap-
proach, the To fields were investigated through pulse–
echo measurements in the scanning tank system, where 
the hydrophone was used as a point target. The To fields 
were sampled at points forming a cross with the center 
at [x, y, z] = [0, 0, 30] mm and points along the x-axis 
and the y-axis. The transducer was centered at [x, y, z] = 
[0, 0, 0] mm. For each position of the point target, an exci-
tation waveform was emitted and the signals from all 1024 
channels were sampled. subsequently, the same four To 
lines were beamformed simultaneously for each position 
to obtain the To fields. For these measurements, plane 
waves were emitted instead of a focused beam.
Velocity measurements were performed in the flow-rig 
system, which is assumed to have a steady, fully developed 
2-d circular symmetric parabolic profile as illustrated in 
Fig. 2. Using the volumetric flow rate measured using the 
magnetic flowmeter and considering the geometry of the 
vessel, the peak velocity v0 can be estimated. The pump 
was adjusted to obtain an expected peak velocity of ap-
proximately 0.5 m/s, because the pump cannot deliver a 
steady flow at high velocities. at this velocity, the reyn-
olds number is 775. considering transducer and vessel ori-
entations, the three expected velocity components profiles 
were determined. They are parabolic in shape because the 
flow is assumed to be fully developed, and their width and 
maximum velocity depend on the beam-to-flow angles.
The transducer was positioned so that the center of the 
vessel was located at an axial depth of approximately 
30 mm. The transducer orientation can be chosen to ob-
tain various combinations of the flow angles α and β. The 
flow angle α determines the relative magnitudes between 
vx and vy, whereas β is a tilt that determines the magni-
tude of the axial velocity component (see Figs. 1 and 2). 
For [α, β] = [0, 0]°, the flow is fully in the x-direction, i.e., 
(x, y, z) = (1, 0, 0). To align the flow direction to be fully in 
the y-direction, [α, β] should be [90, 0]°. If [α, β] = [45, 45]°, 
the flow direction is (1 2,1 2,1 )2/ / / .
Measurements were conducted at the following combi-
nations of flow angles: with β at either 0° or 15°, α was 
varied from 0° to 90° in steps of 15°. additional measure-
ments were conducted with α at 45° and β at 30° and 45°. 
because of setup limitations, β could not be larger than 
45°.
The flow angles were obtained in the following way: 
when β = 0°, α was obtained by rotating rα as illustrated 
in Fig. 1. This also worked as an approximation when β 
TablE I. default Parameter settings for the Measurements. 
Parameter Value
Emitted pulse
 center frequency [MHz] 3.5
 number of cycles 8
 Windowing of emitted pulse Hanning
 Focal depth [mm] 30
 steering angle in azimuth plane, θzx [°] 0
 steering angle in elevation plane, θzy [°] 0
Transmit apodization
 Transmit apodization Hamming(32x32)
receive apodization
 center line Hanning(32x32)
 To peak apod. (osc. direction) rectangular
 To peak apod. (non-osc. direction) rectangular
 To peak spacing d [elements] 24
 To window width [elements] 8
Fig. 2. Illustration of the flow phantom used for measurements. Here, the 
flow angle α is 0° and β is −15°. 
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= 15°. However, when β was increased further, a second 
probe holder (with α = 45°) had to be used.
For each flow direction, 3200 pulse–echo measurements 
were acquired. depending on the flow orientation, the 
pulse repetition frequency, fprf, had to be adjusted to avoid 
aliasing. at β = 0°, it is determined by the transverse ve-
locity components and fprf was set to 900 Hz to have the 
maximum transverse velocity component at 67% of the 
aliasing limit. For β ≥ 15°, the axial velocity component is 
the limiting factor, and fprf was set to [1530, 2950, 3750] Hz 
for β = [15, 30, 45]°, respectively, to keep the maximum 
axial velocity at 80% to 90% of the aliasing limit.
C. Data Processing
The data processing was performed offline. The raw 
channel data from the measurements were match-filtered 
by convolving with the time-reversed emitted pulse. The 
subsequent beamforming was carried out using beamfor-
mation Toolbox 3 (bFT 3) [27].
before the velocity estimation was performed, station-
ary echo filtering was applied by subtracting the mean 
ensemble value of Ni emissions. The ensemble length in 
the velocity estimation was 32. To improve the perfor-
mance of the velocity estimates, the mean transverse 
wavelength, λx , and the mean elevation wavelength, λy, 
were used in both the beamforming stage and in the veloc-
ity estimation as opposed to using the theoretically de-
rived wavelengths. This lowers the standard deviation and 
reduces the bias [16], [28]. The estimated mean values 
were determined from Field II [29], [30] simulations using 
the same parameter settings as in the experimental setup.
V. Transverse oscillating Fields
The To method depends on creating the two pairs of 
double-oscillating fields, where the oscillations are in the 
axial and the transverse direction, but not in the elevation 
direction, and conversely, where the oscillations are in the 
axial and the elevation direction, but not in the transverse 
direction.
Fig. 3 presents pulse–echo measurements of the To 
fields for a specific time instance in the sampled signals. 
The point target was positioned at a depth of 30 mm. Fig. 
3(a) is for the left and right beams in the ZX-plane when 
sampling along the x-direction. Ideally, the right beam 
should be identical to the Hilbert transform of the left 
beam for the spatial Iq modulation to work perfectly. The 
same should be the case in Fig. 3(d), where the samples 
from the two To beams in the ZY-plane were obtained 
sampling along the y-direction.
The opposite should be the case in Figs. 3(b) and 3(c), 
where the signals from the left and right beams should be 
in phase because the To fields were sampled in the non-
oscillating direction.
The measured fields exhibit the expected trends, and 
a comparison with simulated results [31] using the same 
parameter settings shows comparable results.
The measured To signals demonstrate that the 3-d 
spatial Iq approach works in an experimental setup, and 
that the To fields oscillate only in either the transverse or 
the elevation direction.
VI. Measurements of 3-d Velocities
M-mode flow measurements were conducted at sixteen 
different flow directions. The velocity components vx, vy, 
and vz along the center line were estimated using the 3-d 
To method. For each measurement, 100 velocity profiles 
were estimated.
To provide an overview, the estimated mean 3-d veloc-
ity vector at the center of the vessel for all measurements 
are visualized in Fig. 4. The velocity vectors are normal-
ized by their length and are illustrated as arrows within 
the unit sphere.
The results are analyzed in terms of their precision and 
accuracy. The order of presentation is as follows: First, 
the estimated 3-d velocity vectors at the center of the 
vessel are presented. second, the corresponding velocity 
magnitudes and flow angles are calculated. subsequently, 
the entire 3-d velocity profiles are investigated, followed 
by the calculated velocity magnitude and flow angle pro-
files. Finally, an alternative visualization of the mean flow 
directions is presented.
Fig. 3. Measured To fields at a depth of 30 mm for a fixed time across 
either the transverse (a and b) or the elevation (c and d). dots and 
squares denote samples for the left and right beam, respectively. (a and 
c) are for the two beams in the ZX-plane. (b and d) are for the beams in 
the ZY-plane. The dashed line is the Hilbert transform of the left beam 
(in a and d). 
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A. 3-D Velocity Vectors at Center of Vessel
The estimated velocity components for two of the ve-
locity vectors shown in Fig. 4 are listed subsequently. For 
the flow direction [α, β] = [0, 0]°, the mean and standard 
deviation of the velocity components at the center of the 
vessels are








































 cm/s  
where (vx, vy, vz) = (50, 0, 0) cm/s is the expected veloc-
ity. normalized with the velocity magnitude, this yields 
relative bias magnitudes smaller than 4%. The relative 
standard deviations are 6%, 8%, and 0.9%, respectively. 
The sizes of the components vy and vz indicate that [α, β] 
≈ [1, 2]°, and not [α, β] ≈ [0, 0]° as expected, because of 
alignment uncertainties.
For the flow direction [α, β] ≈ [45, 15]°, the mean veloc-
ity vector is






































compared with the expected (vx, vy, vz) = 
(34.2, 34.2, 13.0) cm/s. This yields normalized biases of 
−0.9%, 0.6%, and 4% for vx, vy, and vz. The relative stan-
dard deviations are 9%, 10%, and 1%, respectively.
The results demonstrate that it is possible to measure 
the 3-d velocity vectors at the center of the vessel.
B. Magnitude and Direction of 3-D Velocity Vectors
based on the three estimated velocity components, the 
velocity magnitude and direction can be estimated. The 
flow direction is described by the two flow angles α and β.
The means and standard deviations for four of the 16 
flow directions are listed in Table II. In all four cases, the 
bias of the velocity magnitude is less than 2.4 cm/s (5%). 
The bias of α is less than 2° (out of 360°) and it is less than 
3° (out of 180°) for β. because the estimation of the flow 
angles is sensitive to transducer orientation, the observed 
biases may arise from setup misalignment.
The standard deviation ranges from 3.2 cm/s to 
5.2 cm/s (6% to 10%) for the velocity magnitude. For α, 
it ranges from 4.3° to 11° (1% to 3%), and the range is 0.4° 
to 6.6° (0.2% to 4%) for β.
as illustrated by the results, it is possible to calculate 
the velocity magnitude and flow direction for the velocity 
vector at the center of the vessel.
C. 3-D Velocity Profiles
The precision and accuracy for the estimated 3-d ve-
locity vector at the center of the vessel was examined in 
the previous section. The following expands the perfor-
mance analysis to the entire 3-d velocity profiles.
For that purpose, the relative mean bias and standard 
deviation are employed as performance metrics [16], [32]. 
They calculate the mean bias or mean standard deviation 
over the entire profile. The velocities are then normalized 
by the peak velocity magnitude.
Fig. 4. The arrows represent the mean of the estimated 3-d velocity 
vectors at the center of the vessel for the 16 measurements conducted at 
various flow directions. The velocity vectors have been normalized with 
the peak velocity of 0.5 m/s. The non-black arrows correspond to the 
velocity profiles shown in Fig. 5. Ideally, the arrows should touch the 
intersections of the thin lines. 
TablE II. Expected Velocity Magnitude and Flow direction With Uncertainties at the center 
of the Vessel along With Mean, standard deviation, and bias of Estimated Values  
for Four different directions. 
Metric
Flow direction
Unit[0, 0]° [45, 0]° [45, 15]° [45, 45]°
|v| 50.0 ± 0.25 50.3 ± 0.25 50.1 ± 0.25 50.0 ± 0.25 [cm/s]
v v± s 49.6 ± 3.2 52.7 ± 5.1 50.8 ± 5.2 48.2 ± 5.2 [cm/s]
B|v| −0.36 2.4 0.71 −1.8 [cm/s]
α 0 ± 1 45 ± 1 45 ± 1 45 ± 1 [°]
α α± s −1.26 ± 4.8 45.4 ± 4.3 45.6 ± 4.9 46 ± 11 [°]
Bα −1.3 0.45 0.6 1.1 [°]
β 0 ± 2 0 ± 2 15 ± 2 45 ± 2 [°]
β β± s 2.0 ± 0.52 −1.42 ± 0.40 17.6 ± 1.9 47.7 ± 6.6 [°]
Bβ 2.0 −1.4 2.6 2.7 [°]
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First, the mean and standard deviation of the 100 mea-
sured velocity profiles for the three estimated velocity 
components for all 16 different flow directions are present-
ed ( ). dot-dashed lines indicate the expected profiles, 
solid lines indicate the mean of the profiles, and dashed 
lines indicate one standard deviation. The magnitudes of 
vx and vy depend on α, whereas the magnitude of vz de-
pends on β. as β increases, so does the apparent width of 
the vessel because of the beam-to-flow angle.
Four of the flow directions are presented in Fig. 5. The 
figure demonstrates that the individual estimated veloc-
ity component profiles follow the expected profiles. In the 
left-most column, the intended flow direction was (1, 0, 0), 
i.e., [α, β] = [0, 0]°. This is, in fact, the case because both 
vy and vz are very close to 0 m/s. The mean values of 
the components are not exactly 0 m/s because a perfect 
alignment with both angles being exactly 0° is difficult to 
obtain in the measurement setup.
The second column in Fig. 5 shows the results for [α, β] 
= [45, 0]°. Here, vx and vy are of equal magnitude, and vz 
is (close to) 0 m/s. The standard deviations for the sec-
ond column are comparable to the first column, and the 
magnitudes are larger for vx and vy compared with vz. This 
result demonstrates that the velocity estimation in the 
XY-plane can be decoupled and that the estimation works 
equally well for α values of 0° and 45°.
In the third and fourth column, α is kept at 45° and β is 
increased to 15° and 45°, respectively. comparing the last 
three columns, it can be seen that when β increases, the 
magnitude of vz increases and the magnitudes of vx and vy 
decrease. additionally, it can be observed that the stan-
dard deviations of vx, vy, and vz increase with increasing 
β. This is due to the necessary increase in pulse repetition 
frequency. That increases the velocity range of the estima-
tor, but results in estimates with higher standard devia-
tions [33]. This behavior was also observed and explained 
Fig. 5. Mean and standard deviation of the 100 measured velocity profiles for the three estimated velocity components (rows) for four different flow 
directions (columns). dot-dashed lines indicate the expected profiles, solid lines indicate the mean of the profiles, and dashed lines one standard 
deviation. The magnitudes of vx and vy depend on α, whereas the magnitude of vz depends on β. as β increases, so does the apparent width of the 
vessel due to the beam-to-flow angle. 
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in the companion paper [16]. The conclusion is that the 
pulse repetition frequency should be as low as possible. 
That is not the case for vx and vy, where the components 
get farther from the maximum detectable velocity for in-
creasing β.
another observation is that the velocity estimates do 
not always reach 0 m/s at the distal end of the wall (at 
positive radii). at times, the velocity components increase 
at the distal wall. This is caused by the strong reflections 
from the rubber tube resulting from the high impedance 
mismatch between the vessel wall and the surrounding 
fluids. That generates ringing, and therefore a ghost vessel 
below the real one. Then, because of the pulse length and 
the rF averaging, the 0 m/s point within the distal ves-
sel wall is smoothed out. The severity of this artifact de-
pends on transducer orientation. note, however, that this 
artifact is linked to the artificial nature of the setup, and 
would not be an issue in phantoms or in vivo, where the 
impedance mismatch is much smaller, and where stron-
ger reflections from surrounding tissue would mask any 
remaining weak ghosting flow signal. For that reason, the 
performance metrics are calculated based on the central 
10 mm of the vessel profiles.
The estimated velocity profiles presented in Fig. 5 are 
comparable to the simulation results obtained at the same 
flow directions, as reported in the accompanying paper 
[16]. For those results, the biases were also smaller than 
4%. The relative standard deviations ranged from 6% to 
11% for vx and vy and were between 0.4% and 0.7% for vz.
The performance metrics for the estimated velocity 
profiles are summarized in Fig. 6. overall, the relative 
mean bias is within ±5% for all three components. There 
are some repeated patterns in the relative biases for the 
different flow angles, which may reflect the fact that the 
measurements were conducted in several groups acquired 
at different times. as an example, the results for β = 0° 
and α = [60, 75, 90]° were acquired sequentially, followed 
by the data for β = 15° and α = [90, 75, 60]°.
The relative standard deviations are consistent and in-
dependent of α. For β = 0°, it is approximately 7% for 
vx and vy and 1% for vz. When β increases, the precision 
decreases as previously described.
overall, the results demonstrate that the decoupling of 
the velocity estimation is successful, and that all three ve-
locity components can be estimated simultaneously from 
the same data.
D. Velocity Magnitude and Flow Angle Profiles
The calculated magnitude and flow direction for the en-
tire velocity profiles are presented in Fig. 7, which shows 
the resulting mean and standard deviation of |v|, α, and 
β for the four cases presented in Fig. 5. The top row dem-
onstrates that true velocity magnitude is estimated, albeit 
with decreasing precision as the magnitude of β increases.
The next two rows demonstrate that the method esti-
mates the correct direction throughout the main part of 
the vessel. The uncertainty only increases at the boundar-
ies because of the very small velocity components. Here, 
small fluctuations in the velocity estimates (particularly 
around 0 m/s) severely affect the estimated angles. It can 
be observed that the angular deviation is larger for α than 
for β. The reason is that α is estimated based on vx and 
vy. These two components have a higher combined angu-
lar deviation compared with vz and |v|. consequently, the 
angular deviations increase as the standard deviations on 
the individual velocity components increase.
The performance metrics calculated over the entire pro-
files for four flow directions are listed in Table III. The 
values for all sixteen flow directions are shown in Fig. 8. 
The relative mean bias of the velocity magnitude is 
smaller than ±6% for all directions and the standard de-
viations range from 8% to 16%. on average for all direc-
tions, the relative mean bias is −0.08%. This emphasizes 
that the velocity estimation—when the To method is 
properly optimized—is performed without bias.
For the flow angle α, the average bias for all direc-
tions is −0.2° and the range of the angular deviations is 
5° to 16°. For β, the average bias is −1.5°, and the angular 
Fig. 6. The two performance metrics for (a) vx, (b) vy, and (c) vz. The 
(relative) mean bias (dots) and (relative) mean standard deviations 
(squares) are shown for the 16 combinations of α (top axis) and β (bot-
tom axis).
pihl et al.: transverse oscillation for estimation of 3-d velocity vectors, part ii 1615
deviations ranges from 0.7° to 8°. note that the angular 
deviations are less than 10° and 3° for α and β, when β is 
15° and smaller. Most peripheral vessel will fall into this 
category.
The observed bias of β is significantly different from 0° 
for most of the flow directions. However, the biases are 
both positive and negative. The inaccuracies stem from 
alignment errors of the transducer. It should be noted that 
all the measurements with β = 0° (except for α = 45°) were 
conducted consecutively without adjusting transducer or 
fixture position except for the rotation of α. This supports 
the notion that the observed systematic bias is a result of 
misalignment, and not a bias of the angle estimation itself.
The results demonstrate that the estimation of the flow 
angles is accurate, albeit with varying degree of precision 
depending on the pulse repetition frequency.
Fig. 7. The estimated velocity magnitude profiles and flow angles α and β. Mean values (solid) and the standard deviations or angular deviations 
(dashed) are indicated along with the expected values (dot-dashed). The four cases shown are the same as in Fig. 5. 
TablE III. Mean bias and Mean standard deviations of the Velocity  
Magnitude Profiles and Flow angle Profiles. 
Metric
Flow direction
Unit[0, 0]° [45, 0]° [45, 15]° [45, 45]°
B v −2.3 3.3 1.8 1.9 [%]
σ v 7.7 9.0 11 16 [%]
Bα −2.5 −0.16 0.88 −0.90 [°]
σα 6.3 4.9 7.5 16 [°]
Bβ −2.6 1.1 −3.2 1.6 [°]
σβ 1.4 0.75 2.8 8.0 [°]
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E. Visualization of Mean Spherical Direction
The results stated previously only considered α and β 
separately. To investigate the mean estimated direction 
and take the full spherical nature of the flow directions 
into account, spherical statistics are employed.
Fig. 9 visualizes the mean flow direction for the sixteen 
measurements with the expected direction and the angu-
lar deviations. The figure illustrates that the estimated 
directions are practically as expected when taking the 
alignment inaccuracies on β into account.
VII. conclusion
Through experimental measurements, this paper dem-
onstrates that the 3-d transverse oscillation method us-
ing a 2-d transducer synthesizes two double-oscillating 
fields that oscillate in the axial direction and either the 
transverse or the elevation direction. The double oscillat-
ing fields combined with spatial quadrature sampling form 
the foundation for the 3-d To method.
Three-dimensional velocity estimation is performed on 
experimental data acquired from a flow-rig system with 
steady flow. Measurements are conducted for sixteen dif-
ferent flow directions. The estimated profiles of the three 
spatial velocity components follow the expected values.
compared with simulated results [16], the measure-
ment results exhibit similar performance. The biases and 
the standard deviations on the velocity components are of 
comparable magnitude.
The estimation of the full 3-d velocity vectors allows 
for calculations of the true velocity magnitude and direc-
tion. calculated over the entire flow profiles, the mean 
relative bias for all sixteen directions is merely −0.08% 
normalized with the peak velocity magnitude. This dem-
onstrates that when properly optimized, the method esti-
mates the velocity magnitudes without bias. For the flow 
angles α and β, the mean biases are −0.2° and −1.5°, 
respectively. The precision of the results depends on the 
pulse repetition frequency. The standard deviation of the 
velocity magnitude ranges from 8% to 16%. The angular 
deviations are in the ranges 5° to 16° and 0.7° to 8° for α 
and β, respectively.
The flow rig measurements confirm that the 3-d trans-
verse oscillation methods estimates the full three-dimen-
sional velocity vectors with accurate velocity magnitude 
and directionality independent of the flow direction and, 
hence, transducer orientation.
because the three velocity components are estimated 
simultaneously and from the same data set, it will be pos-
sible to measure and visualize the temporally changing 
complex flow patterns found throughout the circulatory 
system. In addition, estimation of true volumetric flow 
rates can be obtained by summing the out-of-plane veloc-
ity components in cross-sectional planes of vessels.
Fig. 8. The two performance metrics for (a) |v|, (b) α, and (c) β. The 
(relative) mean bias (dots) and (relative) mean standard deviations 
(squares) are shown for the 16 combination of α (top axis) and β (bot-
tom axis).
Fig. 9. Visualization of the estimated flow directions. large dots indicat-
ing the mean direction are connected to small dots (if visible) indicating 
the expected flow direction. The magnitudes of the major and minor 
radii in the ellipses represent the standard deviations for those axes. 
The major axis is aligned with the direction of highest data density. 
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